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Abstract: The purpose of this study was to investigate the bone healing properties and histological
environment of a u-HA/PLLA/PGA (u-HA—uncalcined and unsintered hydroxyapatite, PLLA—
Poly L-lactic acid, PGA—polyglycolic acid) composite device in humans, and to understand the
histological dynamics of using this device for maxillofacial treatments. Twenty-one subjects under-
went pre-implant maxillary alveolar ridge augmentation with mandibular cortical bone blocks using
u-HA/PLLA or u-HA/PLLA/PGA screws for fixation. Six months later, specimens of these screws
and their adjacent tissue were retrieved. A histological and immunohistochemical evaluation of these
samples was performed using collagen 1a, ALP (alkaline phosphatase), and osteocalcin. We observed
that alveolar bone augmentation was successful for all of the subjects. Upon histological evaluation,
the u-HA/PLLA screws had merged with the bone components, and the bone was directly connected
to the biomaterial. In contrast, direct bone connection was not observed for the u-HA/PLLA/PGA
screw. Immunohistological findings showed that in the u-HA/PLLA group, collagen 1a was positive
for fibers that penetrated vertically into the bone. Alkaline phosphatase was positive only in the
u-HA/PLLA stroma, and the stroma was negative for osteocalcin. In this study, u-HA/PLLA showed
a greater bioactive bone conductivity than u-HA/PLLA/PGA and a higher biocompatibility for direct
bone attachment. Furthermore, u-HA/PLLA was shown to have the potential for bone formation in
the stroma.
Keywords: poly L-lactic acid; uncalcined and unsintered hydroxyapatite; polyglycolic acid; alveolar
ridge augmentation
1. Introduction
Resorbable osteosynthesis materials have become widespread in recent years. Tita-
nium osteosynthesis materials may cause complications over time, and may need to be
removed, as seen after the treatment of fractures and jaw deformities in the maxillofacial re-
gion [1,2]. On the other hand, absorbable materials do not need to be removed because they
are absorbed and decomposed in the human body. Therefore, these materials simplify the
postoperative management of the patients. In addition, the use of these materials is not only
minimally invasive, requiring no re-surgery, but is also useful for the healthcare economy.
Poly L-lactic acid (PLLA) has been used as a bioabsorbable material that is easy to
process, owing to its high mechanical properties and ease of processing. However, PLLA
is not only difficult to incorporate into the body because of its hydrophobicity, but also
has a slow decomposition rate owing to its difficult-to-react material, which may cause an
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inflammatory reaction after implantation into the body [3]. Therefore, attempts have been
made to add various materials to PLLA to increase its rate of degradation and to enhance
the intended biomedical effects.
The PLLA and polyglycolic acid (PLLA/PGA) copolymer has the advantage of rapid
decomposition within one year after implantation in the body [3,4]. The material con-
taining PGA has a better absorption and decomposition rate than PLLA alone. However,
its mechanical strength is lower than that of PLLA alone. In addition, both PLLA/PGA
and PLLA alone, as resorbable osteosynthesis materials, do not have biological activity
characteristics such as bone conduction and osteosynthesis ability. In response, bioab-
sorbable fixation devices made of high-strength uncalcined and unsintered hydroxyapatite
(u-HA) and PLLA composites have been developed to solve the mechanical and biological
problems of life-long resorbable osteosynthesis materials [5,6]. Composed of u-HA and
PLLA, this bioabsorbable device is manufactured by a compression molding strengthening
process and a forging process that incorporates machining. Owing to its composition and
special manufacturing process, this device has achieved a higher mechanical strength and
biological activity [7–10]. These advantages have led to the use of bioactive screws alone in
the maxillofacial region [11].
Thus, although the u-HA/PLLA material has superior biological properties, the
drawback of slow degradation was not remedied. The slow degradation of absorbable
materials has been reported to induce persistent patient discomfort [12].
Recently, new absorbable materials, unfired/unsintered hydroxyapatite and poly-
L-lactide-co-glycolide (u-HA/PLLA/PGA), were developed to address this issue, while
also preserving the advantages of the existing materials. According to its developers, u-
HA/PLLA/PGA has a resorption period of approximately 2–3 years, which is superior to
the five years taken by u-HA/PLLA to resorb completely. Ngo et al. [13]. reported excellent
bone formation using u-HA/PLLA/PGA in jaw bone defects in animal studies. However,
the biocompatibility and bioactive bone conduction properties of u-HA/PLLA/PGA in
humans remain unclear.
Therefore, it is necessary to clinically and histologically evaluate the bone regeneration
ability of u-HA/PLLA/PGA in the human body. The purpose of the present study was to in-
vestigate the bone healing properties and histological environment of a u-HA/PLLA/PGA
composite device in humans, and to understand the histological dynamics of using this
device in maxillofacial treatments.
2. Materials and Methods
2.1. Preparation of u-HA/PLLA Composite Screws
In this study, forged composite screws of u-HA/PLLA (Super FIXSORB MX®; Teijin
Medical Technologies Co., Ltd., Osaka, Japan) and u-HA/PLLA/PGA (Super FIXSORB
EX®; Teijin Medical Technologies Co., Ltd., Osaka, Japan) were used.
The following characteristics were common to both screws: diameter 2.0 mm, u-
HA particle size 0.2–20 µm (average size, 3–5 µm), Ca/P 1.69 (mol, ratio), and CO32−
3.8 (mol%).
On the other hand, the length (u-HA/PLLA 8–12 mm and u-HA/PLLA/PGA 7 mm)
and mixing ratio (u-HA/PLLA 30/70 and u-HA/PLLA + PGA 10/90) of the screws differed
from each other.
2.2. Subjects
This study was approved by the Ethics Committee of the Kagawa Prefectural Central
Hospital (approval number 1021, Takamatsu, Japan). In this study, 21 patients (13 men
and 8 women; mean age 47.7 ± 21.4 years old, range 16–74 years old) with a residual
ridge width of <4 mm, needing maxillary alveolar ridge augmentation prior to implant
placement, were included after obtaining their consent (Table 1). An oral and maxillofacial
surgeon (Sukegawa) performed the surgery for all patients between April 2019 and May
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2020 at the Department of Oral and Maxillofacial Surgery, Kagawa Prefectural Central
Hospital (Takamatsu, Japan).
Table 1. Patient distribution for alveolar bone augmentation in both groups.
Clinical Variable u-HA/PLLA u-HA/PLLA/PGA




Bone healing period (days) 204.7 ± 13.7 191.2 ± 19.2
u-HA/PLLA screws were selected for the procedures performed until February 2020
and u-HA/PLLA/PGA screws for those performed from March 2020 until completion of
the study period.
2.3. Surgical Alveolar Bone Augmentation Procedure
During the surgical procedure, a cortical bone block of a volume necessary for alveolar
bone augmentation in the anterior maxilla was collected from the buccal cortical bone
of the mandibular ramus. It was then fixed to the recipient site using u-HA/PLLA or
u-H/PLLA/PGA screws. The screw fixing method involved (1) the drilling of bone to form
a hole, (2) screw tapping, and (3) insertion of screws into the holes formed by self-tapping.
The screw insertion torque was 5 N. The number of screws used was that required to ensure
the stable fixation of the block bone. The block bone and recipient site were contoured to
improve the adaptation of the graft to the recipient bed. No bone graft was placed in the
gap between the recipient site and the bone.
2.4. Sample Collection
After allowing approximately 6 months for bone healing, we planned the dental
implant placement surgery using computed tomography. At the same time, the position of
the u-HA/PLLA and u-HA/PLLA/PGA screws was confirmed. Instead of cavity formation
for implant placement with drilling, specimens were collected using a 2.0 mm diameter
trephine bur (ACE Surgical Supply Company, Inc., Brockton, MA, USA). Absorbable screws
placed outside the implant placement position were not sampled and were excluded from
this study. All of the surgeries were performed by an oral and maxillofacial surgeon
(Sukegawa) at a single facility.
2.5. Histological Evaluation
The collected samples were fixed in 4% paraformaldehyde for 12 h and decalcified in
10% ethylenediaminetetraacetic acid (EDTA) at 4 ◦C for 14 days. The samples were then
sequentially dehydrated in 70% ethanol and were embedded in paraffin. Serial sections
(5-µm thickness) were prepared. Sections were stained with hematoxylin and eosin (HE)
or Masson’s trichrome staining (40251, MUTO pure chemicals, Tokyo, Japan) to observe
collagen deposition.
2.6. Immunohistochemistry
Immunohistochemistry (IHC) was performed using the antibodies listed in Table 2.
Following antigen retrieval, sections were treated with 10% normal serum for 15 min and
then incubated with primary antibodies at 4 ◦C overnight. The signals were enhanced using
the avidin-biotin complex method (Vector Lab, Burlingame, CA, USA). Color development
was performed with 3, 3′-diaminobenzidine (Histofine diaminobenzidine substrate kit;
Nichirei, Tokyo, Japan), and the staining results were observed with an optical microscope.
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Table 2. Antibodies used for immunohistochemistry.
Antigen Targeted by Primary
Antibody
Immunized
Animal Antigen Retrieval Dilution Supplier
Collagen 1 Rabbit Microwave heating in 0.01 mol/Lcitrate buffer (pH 6.0) at 100 ◦C, 1 min 1:500
Cell Signaling
(Danvers, MA, USA)
ALP Rabbit Microwave heating in 0.01 mol/Lcitrate buffer (pH 6.0) at 100 ◦C, 1 min 1:200
TAKARA
(Kusatsu, Japan)




To investigate the relationship between the bone and fibrous stroma, we performed
IHC staining of the samples from both groups. First, we stained collagen 1a, a marker
of collagen fibers. Next, to check the bone-formation potential of the stroma, alkaline
phosphatase (ALP) staining was performed.
3. Results
3.1. Clinical Evaluation
After 6 months of bone healing following anterior maxillary alveolar bone augmen-
tation, all patients had a sufficient bone width for implant placement. The transplanted
cortical bone block was fully engrafted in all patients (Figure 1). No complications were
observed after dental implant placement, and all cases showed satisfactory results with
the final prosthesis. Eight specimens with u-HA/PLLA screws were obtained from the
augmented area using a trephine bur at the time of implant placement. Among them,
five specimens in which the position of the implant and u-HA/PLLA screw placements
matched, were examined histologically. In addition, very interestingly, the u-HA/PLLA
screw was not altered, but the u-HA/PLLA/PGA screw was fragile.




Figure 1. Preoperative and postoperative computed tomography axial images of bone augmentation 
using u-HA/PLLA and u-HA/PLLA/PGA (arrowheads, bone augmentation site). The density of the 
u-HA/PLLA screws is greater than that of the u-HA/PLLA/PGA screws. (a) Before placement of u-
HA/PLLA screws; (b) 6 months after the placement of u-HA/PLLA screws; (c) before placement of 
u-HA/PLLA/PGA screws; (d) 6 months after placement of u-HA/PLLA/PGA screws. 
3.2. Histopathological Evaluations 
Twelve u-HA/PLLA and nine u-HA/PLLA/PGA specimens were examined using he-
matoxylin and eosin (HE) staining. In eight (66.6%) of the u-HA/PLLA specimens and nine 
(33.3%) of the u-HA/PLLA/PGA specimens, we observed both screw and surrounding 
bone. Therefore, there was a difference in the proportion of specimens demonstrating both 
screw and surrounding bone in the two groups. 
HE staining was performed to evaluate the histological differences between both 
groups. Fibrous tissue was seen surrounding the screw in the u-HA/PLLA group. The 
histological features of the fibrous tissue were uniform across all of the specimens of this 
group, and there were no signs of inflammation or bleeding (Figure 2). Foreign body giant 
cells were not present in the stromal tissue (Figure 2g,h). Furthermore, this fibrous tissue 
contained bone tissue and was continuous around the screw (Figure 2c,d,g,h). The u-
HA/PLLA/PGA groups also revealed fibrous tissue surrounding the screw (Figure 3). The 
fibrous tissue was dense, and many fibroblasts were observed. This fibrous tissue sur-
rounded the bone tissue. There were no signs of inflammation, and foreign body giant 
cells (Figure 3b,c,f,g) were not observed. These findings indicate that both u-HA/PLLA 
and u-HA/PLLA/PGA groups are highly biocompatible. However, the relationship be-
tween the bone and stromal fibrous tissue was different in the two groups. 
Figure 1. Preoperative and postoperative computed tomography axial images of bone augmentation
using u-HA/PLLA and u-HA/PLLA/PGA (arrowheads, bone augmentation site). The density of the
u-HA/PLLA screws is greater than that of the u-HA/PLLA/PGA screws. (a) Before placement of
u-HA/PLLA screws; (b) 6 months after the placement of u-HA/PLLA screws; (c) before placement
of u-HA/PLLA/PGA screws; (d) 6 months after placement of u-HA/PLLA/PGA screws.
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3.2. Histopathological Evaluations
Twelve u-HA/PLLA and nine u-HA/PLLA/PGA specimens were examined using
hematoxylin and eosin (HE) staining. In eight (66.6%) of the u-HA/PLLA specimens and
nine (33.3%) of the u-HA/PLLA/PGA specimens, we observed both screw and surround-
ing bone. Therefore, there was a difference in the proportion of specimens demonstrating
both screw and surrounding bone in the two groups.
HE staining was performed to evaluate the histological differences between both
groups. Fibrous tissue was seen surrounding the screw in the u-HA/PLLA group. The
histological features of the fibrous tissue were uniform across all of the specimens of this
group, and there were no signs of inflammation or bleeding (Figure 2). Foreign body
giant cells were not present in the stromal tissue (Figure 2g,h). Furthermore, this fibrous
tissue contained bone tissue and was continuous around the screw (Figure 2c,d,g,h). The
u-HA/PLLA/PGA groups also revealed fibrous tissue surrounding the screw (Figure 3).
The fibrous tissue was dense, and many fibroblasts were observed. This fibrous tissue
surrounded the bone tissue. There were no signs of inflammation, and foreign body giant
cells (Figure 3b,c,f,g) were not observed. These findings indicate that both u-HA/PLLA and
u-HA/PLLA/PGA groups are highly biocompatible. However, the relationship between
the bone and stromal fibrous tissue was different in the two groups.




Figure 2. Histological findings of the u-HA/PLLA cases. (a,e) Macro findings and hematoxylin and eosin staining. (b–d,f–
h) Hematoxylin and eosin staining. The hydroxyapatite/poly-l-lactide (u-HA/PLLA) screw (arrow) and bone (◆) are in 
direct contact. Connective tissue was observed (*). Bar: (b) 500 μm, (c,f) 200 μm, (d,g) 100 μm, and (h) 50 μm. 
 
Figure 3. Histological findings of the u-HA/PLLA/PGA cases. (a,d) Macro findings and hematoxylin and eosin staining. 
(b,c,e–g) Hematoxylin and eosin staining. u-HA/PLLA/PGA screw (arrow) and bone (◆) and connective tissue were ob-
served (*). Bar: (e) 500 μm, (b) 200 μm, (f) 100 μm, and (c,g) 50 μm. 
Figure 2. Histological findings of the u-HA/PLLA cases. (a,e) Macro findings and hematoxylin
and eosin staining. (b–d,f–h) Hematoxylin and eosin staining. The hydroxyapatite/poly-l-lactide
(u-HA/PLLA) screw (arrow) and bone () are in direct contact. Connective tissue was observed (*).
Bar: (b) 500 µm, (c,f) 200 µm, (d,g) 100 µm, and (h) 50 µm.
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Figure 3. Histological findings of the u-HA/PLLA/PGA cases. (a,d) Macro findings and hematoxylin and eosin staining. 
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Figure 3. Histological findings of the u-HA/PLLA/PGA cases. (a,d) Macro findings and hematoxylin
and eosin staining. (b,c,e–g) Hematoxylin and eosin staining. u-HA/PLLA/PGA screw (arrow) and
bone () and connective tissue were observed (*). Bar: (e) 500 µm, (b) 200 µm, (f) 100 µm, and (c,g)
50 µm.
3.3. Fibrous Tissue Evaluation
To reveal the differences in the fibrous tissue characteristics between the groups, we
performed Masson’s trichrome staining (Figure 4). In the u-HA/PLLA group, blue-stained
collagen fibers were observed in the stromal area (Figure 4a). The fibers were present as
bundles perpendicular to the bone, penetrating it (Figure 4b,c). In addition, blue-stained
bands were observed in the bundled bones, and the blue band contained cells such as bone
cells (Figure 4b,c). On the other hand, in the u-HA/PLLA/PGA group, the blue-stained
collagen fibers ran parallel to the bone (Figure 4d). The fibers were thin and did not form
bundles. No blue band was observed around the bone, unlike the u-HA/PLLA group
(Figure 4e,f). These results indicated that although both materials were associated with
fibrosis, the fibrosis characteristics differed in both groups. In particular, in the u-HA/PLLA
group, the collagen fibers were directly connected to the bone tissue. These findings suggest
that in the u-HA/PLLA group, the stromal fibers were involved in new bone formation.
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Figure 4. The differences in connective tissue findings. (a–f) Masson trichrome staining. (a–c) u-HA/
PLLA group: The fibers were present as bundles penetrating perpendicularly into the bone (c: N).
(d–f) u-HA/ PLLA/PGA group: collagen fibers ran parallel to the bone. Bone () and connective
tissue (*). Bar: (a,d) 200 µm and (b,c,e,f) 50 µm.
3.4. Immunohistochemical Evaluations
Collagen 1a was positive in the fibers that penetrated vertically into the bone in the u-
HA/PLLA group (Figure 5a,d). ALP staining was positive only in the u-HA/PLLA group
(Figure 5b). It was absent in the stroma in the u-HA/PLLA/PGA group (Figure 5e). Os-
teocalcin, an osteoblast marker, was also stained. Osteocalcin positive cells were observed
at the bone surface or bone-included cells and stromal round cells in the u-HA/PLLA
group (Figure 5c). In the u-HA/PLLA/PGA group, the stroma was negative for osteocalcin
(Figure 5f). These findings indicated that the u-HA/PLLA stroma has the potential for
bone formation.
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group: Collagen fibers run parallel to the bone ((d) N). Bone () and connective tissue (*). Bar: 50 µm.
4. Discussion
In this study, reliable pre-implant bone augmentation using a block bone was observed
with both u-HA/PLLA and u-HA/PLLA/PGA screws. The u-HA/PLLA materials were
highly biocompatible, especially those that directly bonded to the alveolar bone. It was sug-
gested that u-HA/PLLA, which has a high concentration of u-HA, has bone conductivity.
It is very important to histologically prove the difference in the outcomes of the
u-HA/PLLA and u-HA/PLLA/PGA materials used in this study. In general, synthetic
polymer materials can cause a decrease in strength, but this material containing u-HA
guarantees sufficient strength when undergoing a special compression molding strength-
ening process [6,14]. u-HA/PLLA materials have advantages such as a high biological
activity, osteoconductivity, biocompatibility, and sta le complete d gr dation [8,12,15–18],
owing to the presence of uncalcined hydroxyapatite compounds [19]. Furthermore, we
observed that u-HA/PLLA had a direct bond with the bone in this study. When cells
touch the surface of a material, they usually adhere and spread. The first stage of this
cell/material interaction depends on the characteristics of the material surface in order
to determine the behavior of the cell u on contact with the material. Osteoblasts have
been found to preferentially attach to HA particles via filopodia, demonstrating that HA
provides a favorable anchoring site for human osteoblast adhesion [20].
In contrast, no direct binding to bone was observed with u-HA/PLLA/PGA. There
was also a significant difference when preparing the specimens collected with a trephine bur.
While the u-HA/PLLA samples ere easy to pr pare, most u-HA/PLLA/PGA samples
were difficult to prepare because the bone and screw were easily peeled off. The difference
between u-HA/PLLA and u-HA/PLLA/PGA is the difference in the u-HA concentration.
The u-HA content is 30% in u-HA/PLLA and 10% in u-HA/PLLA/PGA. The structural
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differences are clearly visible with an electron microscope. The direct binding of the
material to bone is thought to be due to the difference in the u-HA concentration.
u-HA/PLLA materials have been reported to induce bone formation [8]. In this study,
u-HA/PLLA was in direct contact with the bone, and new bone formation was observed
around the materials. In addition, there were very few inflammatory findings, and no
foreign body giant cells were observed. These results were consistent with the u-HA-PLLA
histological findings reported previously [8,17]. The new finding in this study is that
collagen fibers present in the stroma of u-HA/PLLA are involved in osteogenesis. In the
stroma of the u-HA/PLLA group, collagen fibers penetrated perpendicular to the new
bone, and the fibers were taken up into the new bone. These findings are similar to those
of the bundle bone structure [21]. Bundle bone is a new bone that forms on the surface of
the alveolar bone, found in the periodontal ligament tissue. Embedded within this bone
are the extrinsic collagen fiber bundles of the periodontal ligament that are mineralized
only at their periphery. Bundle bone thus provides attachment to the periodontal ligament
fiber bundles that are inserted into it. Histologically, bundle bone generally contains less
intrinsic collagen fibrils than lamellar bone, and exhibits a coarse-fibered texture. Because
this experiment was performed on the tissue around the screw inserted into the mandible,
the results of the u-HA/PLLA group were considered to be a phenomenon similar to that
occurring in the alveolar bone. This material will be useful in aesthetic areas, such as the
maxillary anterior tooth region, which requires a reliable amount of bone formation for
prosthetic rehabilitation [22].
The bone is composed of a bone matrix and bone cells. The main components of the
bone matrix are collagen fibers and apatite, the ratio of which is 35% collagen fibers and
65% apatite. Collagen 1a is a marker for collagen fibers [23]. In the u-HA/PLLA group,
collagen 1a positive fibers were observed in the bundle bone. In the u-HA/PLLA/PGA
group, collagen 1a positive fibers ran parallel to the bone. These findings indicate that
stromal fibers are collagen 1a positive collagen fibers.
Our study showed elevated ALP and osteocalcin expression levels in the stroma of u-
HA/PLLA. Osteocalcin is a marker of osteoblasts and osteoblastic progenitor cells [24]. Our
data indicated that osteoblast progenitor cells were localized to the u-HA/PLLA stromal
area, whereupon osteoblast differentiation occurred, as demonstrated by the expression of
ALP by spindle-shaped stromal cells. These ALP-positive stromal cells are considered to
have bone formation potential [23]. ALP and osteocalcin expression were only observed in
the stroma of the u-HA/PLLA group, with no expression in the u-HA/PLLA/PGA stroma.
These findings indicate that the u-HA/PLLA stroma induced bone formation.
Since 2004, after Chacon et al. [25] reported block bone grafting with resorbable screws
in animal models, a few similar studies have been reported. In 2006, Raghoebar et al. [26]
reported a comparative study of biodegradable screws consisting of poly-DL-lactide acid
(PDLLA) and titanium screws for the fixation of bone grafts in humans. The study reported
no histological signs of a significant inflammatory response to PDLLA materials, except
for more abundant giant cells, in comparison with the response to titanium screws. They
also showed the presence of a fibrous connective tissue attachment between the PDLLA
screws and bone. Quereshy et al. [27] published a study on the use of absorptive screws to
fix human block grafts, showing that PGA/PLLA screws do not adversely affect graft inte-
gration and viability. Unfortunately, this study did not include histological evaluation. On
the other hand, the present study demonstrates the histological evaluation of u-HA/PLLA
and u-HA/PLLA/PGA in humans.
Our research has two limitations. The first is that the sample size is small and there is
no control group setting. It was difficult to enroll many cases and set up control groups
in this human-based study. In the future, we hope to study more patients over an ex-
tended research duration. Regarding the second limitation of this study, the tissue changes
associated with these materials were not assessed over time and were considered as a short
follow-up study. In this study, we evaluated the timing of dental implant placement after
bone formation and samples were collected. In particular, u-HA/PLLA took a long time to
Materials 2021, 14, 3286 10 of 11
absorb; therefore, it is desirable to evaluate the changes over time in the future. However,
this research method has already been established and evaluated, and a comparison
between u-HA/PLLA and u-HA/PLLA/PGA was made on that basis. [8,17] As a result,
to the best of our knowledge, the results of this study elucidate the bone healing properties
and histological environment of the bone healing of u-HA/PLLA and u-HA/PLLA/PGA
bioabsorbable materials in human maxillofacial bone; this is the first study to do so. This
is an interesting and important description of the in vivo reaction of u-HA/PLLA and
u-HA/PLLA/PGA bioabsorbable materials.
5. Conclusions
In this study, reliable pre-implant bone augmentation was performed using u-HA/PLLA
and u-HA/PLLA/PGA screws. We observed that u-HA/PLLA directly attached to the
alveolar bone, and direct collagen fiber bone formation was confirmed. In addition, the
stroma associated with u-HA/PLLA had a bone-forming ability. However, direct collagen
fiber bone formation was not confirmed in relation to u-HA/PLLA/PGA. It is suggested that
u-HA/PLLA is a more suitable material for aggressive bone formation.
Author Contributions: Conceptualization, S.S.; methodology, H.K. and S.S.; validation, K.N. and
K.T.; formal analysis, H.K. and K.N.; investigation, S.S. and H.K.; data curation, S.O.; writing—
original draft preparation, S.S. and H.K.; writing—review and editing, K.N., K.T., S.O., H.N., and Y.F.;
visualization, H.K.; supervision, H.N.; project administration, Y.F. All authors have read and agreed
to the published version of the manuscript.
Funding: This work was supported by JSPS KAKENHI grant numbers JP19K19158, JP20K10178, and
JP19K19159.
Institutional Review Board Statement: This study was conducted according to the guidelines of the
Declaration of Helsinki, and was approved by the Ethics Committee of Kagawa Prefectural Central
Hospital (approval number 1021, 8 March 2021).
Informed Consent Statement: Informed consent was obtained from all of the subjects involved in
the study.
Data Availability Statement: The data presented in this study are available on request from the
corresponding author. The data are not publicly available due to ethical restrictions.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Sukegawa, S.; Masui, M.; Sukegawa-Takahashi, Y.; Nakano, K.; Takabatake, K.; Kawai, H.; Nagatsuka, H.; Furuki, Y. Maxillofacial
Trauma Surgery Patients With Titanium Osteosynthesis Miniplates: Remove or Not? J. Craniofac. Surg. 2020, 31, 1338–1342.
[CrossRef]
2. Sukegawa, S.; Kanno, T.; Manabe, Y.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Masui, M.; Furuki, Y. Is the removal of osteosyn-
thesis plates after orthognathic surgery necessary? Retrospective long-term follow-up study. Int. J. Oral Maxillofac. Surg. 2018, 47,
1581–1586. [CrossRef]
3. Middleton, J.C.; Tipton, A.J. Synthetic biodegradable polymers as orthopedic devices. Biomaterials 2000, 21, 2335–2346. [CrossRef]
4. Sukegawa, S.; Kanno, T.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Masui, M.; Furuki, Y. Complications of a poly-l-lactic acid and
polyglycolic acid osteosynthesis device for internal fixation in maxillofacial surgery. Odontology 2018, 106, 360–368. [CrossRef]
5. Shikinami, Y.; Okuno, M. Bioresorbable devices made of forged composites of hydroxyapatite (HA) particles and poly-L-lactide
(PLLA): Part I. Basic characteristics. Biomaterials 1999, 20, 859–877. [CrossRef]
6. Shikinami, Y.; Okuno, M. Bioresorbable devices made of forged composites of hydroxyapatite (HA) particles and poly L-lactide
(PLLA). Part II: Practical properties of miniscrews and miniplates. Biomaterials 2001, 22, 3197–3211. [CrossRef]
7. Sukegawa, S.; Kanno, T.; Manabe, Y.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Masui, M.; Furuki, Y. Biomechanical loading
evaluation of unsintered hydroxyapatite/poly-L-lactide plate system in bilateral sagittal split ramus osteotomy. Materials 2017,
10, 764. [CrossRef] [PubMed]
8. Sukegawa, S.; Kawai, H.; Nakano, K.; Takabatake, K.; Kanno, T.; Nagatsuka, H.; Furuki, Y. Advantage of Alveolar Ridge
augmentation with bioactive/bioresorbable screws made of composites of unsintered hydroxyapatite and poly-L-lactide. Materials
2019, 12, 3681. [CrossRef] [PubMed]
Materials 2021, 14, 3286 11 of 11
9. Hasegawa, S.; Ishii, S.; Tamura, J.; Furukawa, T.; Neo, M.; Matsusue, Y.; Shikinami, Y.; Okuno, M.; Nakamura, T. A 5-7 year in vivo
study of high-strength hydroxyapatite/poly(L-lactide) composite rods for the internal fixation of bone fractures. Biomaterials
2006, 27, 1327–1332. [CrossRef]
10. Sukegawa, S.; Kanno, T.; Kawai, H.; Shibata, A.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Sakaida, K.; Nagatsuka, H.; Furuki, Y.
Surgical Treatment and Dental Implant Rehabilitation after the Resection of an Osseous Dysplasia. J. Hard Tissue Biol. 2016, 25,
437–441. [CrossRef]
11. Ueki, K.; Moroi, A.; Iguchi, R.; Kosaka, A.; Ikawa, H.; Yoshizawa, K. Changes in the computed tomography (pixel) value of
mandibular ramus bone and fixation screws after sagittal split ramus osteotomy. Int. J. Oral Maxillofac. Surg. 2015, 44, 1337–1345.
[CrossRef] [PubMed]
12. Sukegawa, S.; Kanno, T.; Katase, N.; Shibata, A.; Takahashi, Y.; Furuki, Y. Clinical evaluation of an unsintered hydroxyapatite/poly-
l-lactide osteoconductive composite device for the internal fixation of maxillofacial fractures. J. Craniofac. Surg. 2016, 27, 1391–1397.
[CrossRef]
13. Ngo, H.X.; Dong, Q.N.; Bai, Y.; Sha, J.; Ishizuka, S.; Okui, T.; Sukegawa, S.; Kanno, T. Bone regeneration capacity of newly
developed uncalcined/unsintered hydroxyapatite and poly-l-lactide-co-glycolide sheet in maxillofacial surgery: An in vivo study.
Nanomaterials 2021, 11, 1–22.
14. Sukegawa, S.; Yamamoto, N.; Nakano, K.; Takabatake, K.; Kawai, H.; Kanno, T.; Nagatsuka, H.; Furuki, Y. Biomechanical loading
comparison between titanium and bioactive resorbable screw systems for fixation of intracapsular condylar head fractures.
Materials 2020, 13, 3153. [CrossRef]
15. Sukegawa, S.; Kanno, T.; Kawai, H.; Shibata, A.; Takahashi, Y.; Nagatsuka, H.; Furuki, Y. Long-Term Bioresorption of Bone
Fixation Devices Made from Composites of Unsintered Hydroxyapatite Particles and Poly-L-Lactide. J. Hard Tissue Biol. 2015, 24,
219–224. [CrossRef]
16. Sukegawa, S.; Kanno, T.; Shibata, A.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Sakaida, K.; Furuki, Y. Use of the bioactive
resorbable plate system for zygoma and zygomatic arch replacement and fixation with modified Crockett’s method for maxillec-
tomy: A technical note. Mol. Clin. Oncol. 2017, 7, 47–50. [CrossRef]
17. Sukegawa, S.; Kawai, H.; Nakano, K.; Kanno, T.; Takabatake, K.; Nagatsuka, H.; Furuki, Y. Feasible advantage of bioac-
tive/bioresorbable devices made of forged composites of hydroxyapatite particles and poly-L-lactide in alveolar bone augmenta-
tion: A preliminary study. Int. J. Med. Sci. 2019, 16, 311–317. [CrossRef]
18. Sukegawa, S.; Yamamoto, N.; Matsuyama, T.; Takabatake, K.; Kawai, H.; Nagatsuka, H.; Furuki, Y. Factors of successful treatment
using the bone lid technique in maxillofacial surgery: A pilot study. J. Hard Tissue Biol. 2021, 30, 193–198. [CrossRef]
19. Capparè, P.; Tetè, G.; Sberna, M.T.; Panina-Bordignon, P. The Emerging Role of Stem Cells in Regenerative Dentistry. Curr. Gene
Ther. 2020, 20, 259–268. [CrossRef]
20. Zhang, Y.; Tanner, K.E.; Gurav, N.; Di Silvio, L. In vitro osteoblastic response to 30 vol% hydroxyapatite-polyethylene composite.
J. Biomed. Mater. Res. Part A 2007, 81, 409–417. [CrossRef] [PubMed]
21. Nanci, A. Ten Cate’s Oral Histology: Development, Structure, and Function; Elsevier: Amsterdam, The Netherlands, 2017; ISBN
9780323485180.
22. Cattoni, F.; Teté, G.; Calloni, A.M.; Manazza, F.; Gastaldi, G.; Capparè, P. Milled versus moulded mock-ups based on the
superimposition of 3D meshes from digital oral impressions: A comparative in vitro study in the aesthetic area. BMC Oral Health
2019, 19, 230. [CrossRef] [PubMed]
23. Golub, E.E.; Boesze-Battaglia, K. The role of alkaline phosphatase in mineralization. Curr. Opin. Orthop. 2007, 18, 444–448.
[CrossRef]
24. Mizuno, M.; Fujisawa, R.; Kuboki, Y. Type I collagen-induced osteoblastic differentiation of bone-marrow cells mediated by
collagen-α2β1 integrin interaction. J. Cell. Physiol. 2000, 184, 207–213. [CrossRef]
25. Chacon, G.E.; Ellis, J.P.; Kalmar, J.R.; McGlumphy, E.A. Using resorbable screws for fixation of cortical onlay bone grafts: An
in vivo study in rabbits. J. Oral Maxillofac. Surg. 2004, 62, 1396–1402. [CrossRef]
26. Raghoebar, G.M.; Liem, R.S.B.; Bos, R.R.M.; Van Der Wal, J.E.; Vissink, A. Resorbable screws for fixation of autologous bone grafts.
Clin. Oral Implants Res. 2006, 17, 288–293. [CrossRef] [PubMed]
27. Quereshy, F.A.; Dhaliwal, H.S.; El, S.A.; Horan, M.P.; Dhaliwal, S.S. Resorbable screw fixation for cortical onlay bone grafting: A
pilot study with preliminary results. J. Oral Maxillofac. Surg. 2010, 68, 2497–2502. [CrossRef] [PubMed]
